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Cal.Cert. Number: WP18/957 WIKA ID No. 18/957 This Calibration Certificate

documents the traceability to
National/International
Object : High End Pressure Controller standards which realise the
units of measurements
according to the International
Manufacturer : Mensor System of Units (S1)

The user is oblidged to
Type : CPC8000 have the object recalibrated
at appropriate intervals

Serial number o 910115 ID No. MG-1-20095-11 This Calibration Certificate
may not be reproduced
other than in full except

Customer : Internal Calibration the permission of both,
- the NABL and the issuing
- laboratory.
Calibration Certificates
Order No. - - without signatures and seal
are not valid,
OANo. - Date: -

The results in this certificate
only relate to the object stated

Number of Pages of the Certificate : 3
Next Recommended Date for
Calibration as per Customer
Date of Calibration : 7-Aug-18 Request  6-Aug-19

Ca!i?ted by
L

R
~ L Nikam

Manager-QA
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Specifications of Device Under Calibration : CC - 2452
Pressure Range : 8 to 17 psi abs

Calibration Range : 8 to 17 psi abs

Method of Measurement : Absolute Pressure

Accuracy as per data sheet 0.01 %rdg

Least Count : 0.00001 psi abs

Calibration Conditions :

Ambient Temperature : 216 °C Humidity 62.3 %Rh
Atmospheric Pressure : 939.7 mbar :

Place of Calibration :

Location - WIKA Instruments India Ltd.,Pune
Local gravity : 9.783666 m/s?

Reference /Secondary Standard:

- name Ruska Dead Weight Tester 2465-752 Sr.No. 39787

- pressure range : 0.015 to 1.7 bar abs

- calibration certificate number : PTB30043/15 Validity 20-Jun-20

- uncertainty : 0.006 %rdg

Pressure medium : Nitrogen

Number of measurements : 9

Calibration Procedure: Method - 2 Ref-Calibration Work Instruction Manual Section-1
Comments :

Calibration methods:
For calibration following norms are used:

- EN 837-1 ( Pressure Gauges Part-| : Bourdon Tube Pressure Gauges; Dimensions, Metrology requirements and testing, Dec. 1996

- EN 837-3 ( Pressure Gauges Part-3 : Diaphragm and Capsule pressure gauges: Dimensions, Metrology requirements and testing Dec. 1996
- DKD - R-6-1 ( Calibration of Pressure Measurement instruments-2003)

- NABL 122-13 - Calibration of Pressure Indicating devices
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Calibration Results:

CC - 2452
DUC
psi abs psi abs psi abs psi abs psi abs
P(act.) M1 M2 M3 M4
1 8.000000 7.99991 7.99992 7.99991 7.99992
2 9.000000 8.99997 8.99995 8.99997 8.99998
3 10.000000 | 10.00003 10.00004 10.00003 10.00002
4 11.000000 [ 11.00007 11.00004 11.00006 11.00005
5 12.000000 | 12.00001 12.00004 12.00003 12.00005
6 13.000000 | 13.00009 13.00007 13.00008 13.00008
7 14.000000 | 14.00003 14.00007 14.00004 14.00009
8 15.000000 | 15.00005 15.00006 15.00002 15.00003
9 17000000 17.00008 17.00008 17.00008 | 17.00007
Step Average | Deviation | Repeatabilty | Hysteresis | Expanded
_Read-Miw | psiabs | psiabs | psiabs | Uncertainty
Copsiabs
((M1+M3)/2+ | Miw - P(act) | Max (M3-M1) | Max (M2-M1) U
(M2+M4)/2)/2 (M4-M2) (M4-M3) psi abs
1 7.99992 0.00008 0.00000 0.00001 0.000480
2 8.99997 0.00003 0.00003 0.00002 0.000540
3 10.00003 0.00003 0.00002 0.00001 0.000600
4 11.00006 0.00006 0.00001 0.00003 0.000660
5 12.00003 0.00003 0.00002 0.00003 0.000720
6 13.00008 0.00008 0.00001 0.00002 0.000780
7 14.00006 0.00006 0.00002 0.00005 0.000841
8 15.00004 0.00004 0.00003 0.00001 0.000900
9 17.00008 0.00008 0.00001 0.00001 0.001020
Calibration Results Summary:
Unit of meas.
Determined max. deviation 0.00008 psi abs
Uncertainty of measurement:
Unit of meas.
Expanded uncertainty of measurement (max.): 0.001020 psi abs

The reported expanded uncertainty of measurement is stated as the standard uncertainty of
measurement multiplied by the coverage factor k = 2, which for a normal distribution
corresponds to a coverage probability of approximately 95%.

The calibration object is labeled with a calibration mark, which shows the number of this calibration
certificate and the month and the year of the calibration date.

Note: Deviation, Repeatability, Hystresis and Uncertainty are.reported in absolute terﬁﬁ”sresgure + Temperature
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